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Efforts to predict impending seizures before they actually occur have been the focus of extensive lines of research over decades. Successful seizure prediction would offer the possibility of immediate treatment to preempt the seizure, as well as to provide an opportunity for the patient to take precautionary measures and reduce risk. There is even evidence that simply reducing the unpredictability of seizures would significantly reduce the burden of epilepsy (1) . Despite the tremendous potential benefits and years of impressive research, there are still no highly reliable, clinically useful methods available to predict and preempt impending seizures in patients with epilepsy (2) . This fact underscores the complexity of epileptogenic networks, the neurophysiology of seizure generation, and preictal/peri-ictal physiology.
Upon this backdrop, Cook et al. studied a "long-term implanted seizure advisory system. " The system-utilizing intracranial electrodes connected to an implanted telemetry unit-was designed to predict seizure likelihood and inform the subject of this likelihood using colored advisory lights. While the primary outcome was the safety of the device, the authors developed reliable advisory algorithms for seizure occurrence, representing a significant advance in neurophysiologic seizure prediction.
The term "seizure advisory" adds to a list of terms including seizure anticipation, seizure prediction or seizure detection, describing attempts to reliably identify seizures in advance of behavioral manifestations. The time period from the identification of the state of high seizure risk and actual seizure onset is considered the pre-ictal period; identification of the "preictal" BACKGROUND: Seizure prediction would be clinically useful in patients with epilepsy and could improve safety, increase independence, and allow acute treatment. We did a multicentre clinical feasibility study to assess the safety and efficacy of a long-term implanted seizure advisory system designed to predict seizure likelihood and quantify seizures in adults with drug-resistant focal seizures. METHODS: We enrolled patients at three centres in Melbourne, Australia, between March 24, 2010, and June 21, 2011.Eligible patients had between two and 12 disabling partial-onset seizures per month, a lateralised epileptogenic zone, and no history of psychogenic seizures. After devices were surgically implanted, patients entered a data collection phase, during which an algorithm for identification of periods of high, moderate, and low seizure likelihood was established. If the algorithm met performance criteria (ie, sensitivity of high-likelihood warnings greater than 65% and performance better than expected through chance prediction of randomly occurring events), patients then entered an advisory phase and received information about seizure likelihood. The primary endpoint was the number of device-related adverse events at 4 months after implantation. Our secondary endpoints were algorithm performance at the end of the data collection phase, clinical effectiveness (measures of anxiety, depression, seizure severity, and quality of life) 4 months after initiation of the advisory phase, and longer-term adverse events. This trial is registered with ClinicalTrials.gov, number NCT01043406. FINDINGS: We implanted 15 patients with the advisory system. 11 device-related adverse events were noted within four months of implantation, two of which were serious (device migration, seroma); an additional two serious adverse events occurred during the first year after implantation (device-related infection, device site reaction), but were resolved without further complication. The device met enabling criteria in 11 patients upon completion of the data collection phase, with high likelihood performance estimate sensitivities ranging from 65% to 100%. Three patients' algorithms did not meet performance criteria and one patient required device removal because of an adverse event before sufficient training data were acquired. We detected no significant changes in clinical effectiveness measures between baseline and 4 months after implantation. INTERPRETA-TION: This study showed that intracranial electroencephalographic monitoring is feasible in ambulatory patients with drug-resistant epilepsy. If these findings are replicated in larger, longer studies, accurate definition of preictal electrical activity might improve understanding of seizure generation and eventually lead to new management strategies. period provides the best opportunity to preemptively treat and prevent the transition to the ictal state (3) . In addition to intracranial EEG, other candidate approaches to identifying the preictal state include cellular physiological changes, and patient-based clinical reports (4). The "preictal" period ranges from seconds to hours or even days, depending upon the methodology and the patient. The timing of the seizure prediction has to align with the time required to administer and realize the benefits of treatment. If the intervention is direct cortical stimulation, a time window of seconds may suffice. If the intervention is taking an oral benzodiazepine a warning of minutes to hours may be required.
In this feasibility study, cortical strip electrodes were placed unilaterally over the quadrant felt to be the most epileptogenic (including patients with bilateral temporal lobe onset seizures). The leads were tunneled down the neck and connected to a telemetry unit placed subclavicularly, similar to vagal nerve stimulator placement. Sixteen channels of iEEG (intracranial EEG) were transmitted wirelessly to a handheld advisory device capable of delivering information to the subject. An algorithm previously tested in canines (5) was applied to the continuous iEEG which characterized epochs of EEG as high likelihood, moderate likelihood or low likelihood for seizure. When the algorithm met performance criteria (sensitivity of high-likelihood warnings greater than 65%, and performance better than chance for prediction of randomly occurring events), subjects proceeded to the advisory phase where they would receive feedback about seizure likelihood. Most subjects were "enabled" for high or moderate seizure likelihood; some were also enabled for low likelihood advisory feedback.
The primary endpoint was adverse events associated with the device at 4 months after implantation. Of 15 subjects who received the implantable device, the investigators reported 11 adverse events in total, of which 4 were considered serious, requiring procedural interventions. In two subjects, units had to be explanted prior to study completion. The secondary endpoints relate to the success of the prediction algorithms and sustainability over time. In total, 11 of 14 subjects met criteria following the baseline phase and proceeded to the advisory phase, and 8 remained in the advisory phase past the 4 designated study months. For 2 of the 10 subjects who completed the advisory phase, prediction was excellent, with all seizures occurring during high likelihood periods. Sensitivity in the other subjects ranged from 17 to 77% with 6 of 10 achieving a sensitivity of greater than 50%. While the amount of time in high advisory periods is provided, the authors did not provide positive predictive values (PPV) of high or moderate advisory. Additionally, "low advisory" was tested in 5 subjects, and nearly all achieved a negative predictive value (NPV) of 100.
As a "proof of concept" approach, this study certainly succeeds in proving that seizure prediction with high sensitivity is possible. This is a major step towards the development of preemptive therapy in epilepsy. In addition, the device was very successful at predicting low-risk seizure times, thus providing reassurance that may be an important contribution to quality of life. From a risk benefit ratio, it is difficult to assess the impact of successfully predicting some but not all seizures for most subjects, with a device that certainly carries ongoing risk.
Is this algorithm more successful than many reported approaches utilizing EEG? Most published seizure prediction methodologies are derived from EEG data obtained during inpatient epilepsy monitoring. The investigators point out the known limitations related to use of this largely inpatient iEEG data to generate prediction algorithms, including the effects of medication changes, sleep states, and surgery. Thus, the long-term outpatient iEEG "real life" recording described in this study may be an important approach toward overcoming these limitations. However, even with this outpatient-based methodology, there was an "EEG signal drift" described for varying times up to months following the device implantation that delayed successful implementation of the algorithm.
The paper raises some difficult issues: The investigators found that patient report frequently underestimated "clinically equivalent seizures, " defined as electrographic patterns with a similar appearance, propagation, and spread as reported seizures. Of course, without a clinical correlate, these may represent electrographic seizure patterns and not electroclinical seizures. It remains to be determined if treating these EEG patterns would provide clinical benefits. The authors raise a previously noted concern about such disparities between patient-reported and EEG-recorded seizures (6) , suggesting that this disparity has important implications for clinical epilepsy research. While these concerns are valid, patient report is the only available methodology for the majority of patients with epilepsy who will not undergo long-term intracranial monitoring. Therefore, for the foreseeable future-with a few notable exceptions-clinical trials and clinical care in epilepsy will likely continue to rely on patient report.
Studies such as this also raise concerns about the appropriate sensitivity and predictive values for proposed interventions. If seizure prediction/preictal state detection is to realize its therapeutic promise, predictions have to be accurate. High sensitivity is required so that most seizures can be detected and a high PPV is required so that treatment is delivered only when seizures are very likely. Methodologies linked to taking a preemptive medication during high-risk or high advisory conditions would require a rigorous PPV to avoid excessive medication use. Even an advisory system with precautionary measures as the sole intervention might worsen stress levels and quality of life if applied out of proportion to the frequency of actual seizures. While possibly disappointing to the investigators, it might actually be reassuring that anxiety and quality of life measures appeared unchanged over the course of this study, despite fair amounts of time spent in high seizure advisory.
Are we there yet? While the future of this particular device is uncertain due to funding limitations, the high sensitivity of prediction in this study is encouraging. Bold and innovative approaches-be they implanted devices, use of large collaborative international EEG databases (7, 8) , or even smartphone based e-diaries (9)-steadily move us closer to solving the difficult problem of "unpredictability, " with the hope of reducing the burden of epilepsy.
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